




















It is the end user's responsibility to complete the cleaning
and sterilization validation process. Testing should be
conducted by the end user if sterilization conditions vary
and if minor physical property changes of tubing could
affect process performance. It is the end user's

responsibility to ensure that PureFlex hose and tubing
products are safe, effective and satisfactory for any
intended use.

Silicone hose and tubing can be cleaned with hot water
and mild surgical soap. c}/nthetic detergents or oil based
soaps should not be used as they may be absorbed and
subseguently leach out into the process fluid. Rinse
thoroughly in running purified (distilled) water. Autoclave
before interior becomes dry.






